High-sensitivity detection of no in a flame using a tunable arf laser by Wodtke, A.M. et al.
PDF hosted at the Radboud Repository of the Radboud University
Nijmegen
 
 
 
 
The following full text is a publisher's version.
 
 
For additional information about this publication click this link.
http://hdl.handle.net/2066/99069
 
 
 
Please be advised that this information was generated on 2017-12-06 and may be subject to
change.
910 OPTICS LETTERS / Vol. 13, No. 10 / October 1988
High-sensitivity detection of NO in a flame using a tunable ArF
laser
A. M. Wodtke, L. Huwel, H. Schluter, G. Meijer, and P. Andersen
Max-Planck-Institut fu~r Strbmungsforschung, Bunsenstrasse 10, D-3400 Gottingen, Federal Republic of Germany
H. Voges
Laser Laboratorium Gottingen e.V., Tamannstrasse 6, D-3400 Gottingen, Federal Republic of Germany
Received May 4, 1988; accepted June 27, 1988
A tunable, narrow-band ArF laser has been used for laser-induced fluorescence detection of NO in natural
abundance in a flame experiment. P and R branches of the D 2; VI = 0 - X 2113/2,1/2 VI = 1 transition were observed
probing rotational states between J" = 19.5 and J" = 44.5. A single-shot detection limit of 1 part in 106 was found
with a monochromator-based, dispersed-fluorescence detection system. In an experimental setup, determination
of undispersed laser-induced fluorescence detection limits at or below the 1-part-in-10 9 range should be possible,
because the narrow-band laser can be used to suppress all other sources of contaminating fluorescence even for
detection of trace NO. The NO B 2l v' = 7 - X 211 V" = 0 transition was also observed in a cell experiment but not
in the flame and is reported here.
Because of the role of NO as a pollutant, the detection
of NO in combustion systems is a topic of considerable
applied importance. Laser detection techniques have
been widely employed.' Coherent anti-Stokes Ra-
man spectroscopy has had great success in the detec-
tion of majority constituents, but since the abundance
of NO is typically on the parts-in-10 6 (ppm) level,
other techniques must be sought. The use of laser-
induced fluorescence (LIF) provides a sensitive and
nonintrusive detection method for such purposes.
NO has been detected with LIF in NO-doped flame
experiments using the A - X gamma band at 226 nm,
suggesting detection limits of 20-30 ppm.2-5 The ad-
vent of the beta-barium borate doubling crystal
should improve this by at least an order of magnitude
for small probe volumes in a flame. Nonetheless, the
relatively long fluorescence lifetime of the NO A state
(250 nsec) leads to a further loss of sensitivity because
of quenching.
Tunable excimer lasers have been shown to be ideal
light sources for the analysis of combustion systems. 6'7
By using a tunable ArF laser with a monochromator-
based dispersed-fluorescence apparatus, the 1-ppm
detection limit was achieved. NO in the flame was
easily detected without doping. With this laser the
D 2Z v' = 0 X 2113/2,1/2 v" = 1 transition in NO can be
saturated with unfocused light, and because of its
short fluorescence lifetime (20 nsec), quenching is less
severe than in the A state. Dispersed-fluorescence
experiments show that trace NO can be selectively
detected with the narrow-band laser. Therefore use
of a high-transmission broadband filter and high-effi-
ciency collection optics should yield a single-shot de-
tection limit at or below 1 part in 109 (ppb).
The experimental arrangement was described pre-
viously.6 The unfocused output (1 cm X 3 cm) of a
tunable ArF laser (Lambdaphysik EMG150 or EM-
G16OMSC) was used to excite NO fluorescence in the
flame of a conventional propane soldering torch. The
laser had a band width of 1.0 cm-' (EMG150) or 0.5
cm'I (EMG16OMSC) and was operated at a pulse en-
ergy of 100 mJ. The pulse duration is specified by
Lambdaphysik to be 10-15 nsec. The locking effi-
ciency was greater than 90% over most of the scanning
range of both lasers. One part in 103 of the fluores-
cence was collected with f/5.3 optics and was dispersed
through a MacPherson 218 0.3-m monochromator
equipped with a 1200-mm-1 grating, producing a lin-
ear dispersion of 2.65 nm/mm. Typically, spectra
were obtained with 600-Mm slits. The sampling vol-
ume in the flame was determined by the apertures of
the monochromator and was estimated to be 0.6 cm X
0.06 cm X 1.0 cm. Detection was made with an RCA
C31034 photomultiplier tube, and signal averaging
was performed with a boxcar integrator. The spectra
shown below were averaged over three shots of the
laser. The cell experiments were performed at room
temperature with pure-NO pressures from 200 mTorr
to 2 Torr.
Figure 1 shows the flame LIF spectrum of naturally
occurring NO observed when the monochromator is
adjusted to monitor the 208.0-nm emission of the D
state, v' = 0 - v" = 3. All lines can be unambiguously
assigned to P and R branches of the D 21 v' = 0 -
X 2II3/2,1/2 v" = 1 transition of NO. The LIF spectra in
Fig. 2 were taken in a cell at 2-Torr pressure and 300 K.
The strongest features at room temperature are due to
the B 2fI v' = 7 - X 2 II v" = 0 transition, which probes
states with concentrations approximately 200 times
higher. Both the B - X transition in the cell experi-
ment and the D - X transition in the flame were
linearly dependent on laser power up to 2 MW/cm2
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From previous experiment
in the region of the flame prol
tor the temperature is of the
At this temperature the popu
XI = 26.5, probed by the R
creased by 2.5 X 104 over tha
Neglecting fluorescence quei
we would say that 8 X 10-6 T
n~ LO -R then be detected in the flame. The quantitative eval-
uation of quenching in flames is a difficult problem,
-L --- R2 and, in the absence of the needed quenching-rate con-
nri stant data, we have assumed that the major quenching
CN of the D state is due to collisions with N2 and that the
38.5 quenching-rate constants derived for 300 K can be
_ _ 71 l applied.8 The quenching rates derived in this way are
_ -> _ _ consistent with many data that indicate quenching
rates of 109-1010 sec- 1 for open atmospheric flames. 9
This gives a fluorescence loss of 10-2, meaning that the
detection limit is actually of the order of 1 ppm with
the current experimental arrangement. From the ab-
solute magnitude of the signal if was estimated that
the observed concentration of NO is of the order of 100
to 51.650 51,600 ppm, consistent with other observations.2 The ab-
cm-l sence of the B - X transition in the flame is explained
213/2,2 V"= 1 transitions by a calculation similar to that just described, which
ib lser in a propane- predicts a detection limit of 50-100 ppm.
abe is lestimated to be 100 The 1-ppm detection limit observed for the D - X
"= 3 was monitored at 208.0 transition can be greatly improved, as discussed be-
or resolution. low. The greatest loss in experimental sensitivity is
due to the use of a monochromator, which collects only
10-3 of the fluorescence and has a transmission effi-
32.5 33.5 R (J) ciency of 0.1. The selective detection of flame species
= 29.5 305 (J ) often requires the use of dispersed-fluorescence tech-
_ 30.5 1.5 R2 (J) niques, because in the complex environment of a flame
_ 27.5 8.5 P2 (J) there are many possible absorbers and fluorescers oth-
er than the molecule of interest. This is especially
true when one is detecting minority species at the ppm
level. If the molecule of interest can be selectively
excited by the laser, a large increase in detection sensi-
tivity can be achieved.
lX I .x 11In particular, with an ArF laser there is a problem
,+1: * because of the numerous 02 transitions that are ob-
served with strong LIF signals despite the fast predis-
sociation of the excited electronic state.7 This can be
clearly seen from Fig. 3(a), which shows the dispersed-
5l,700 5l 650 5l 600 fluorescence spectrum observed when a broadband
51,700 51.650 51,600 ArF laser is employed. 02 accounts for more than 50%
of the fluorescence. Without the use of a monochro-
3/2,1/2 V" = 1 (asterisks) and mator, NO cannot be distinguished from 02 with the
Lions measured in a cell at 2 broadband laser.
,ochromator conditions are Figure 3(b) shows the dispersed-fluorescence spec-
trum observed when the R1(26.5) transition is excited
with a narrow-band ArF laser. Two progressions are
observed, one from the D state (v' = 0 - v' = 2-5) and
-he transitions was ob- one due to rapid quenching of the D state to the C state
transition is still clearly and subsequent fluorescence (v' = 0 - v" = 1-4). The
espite the fact that it is C-state progression is shifted 919 cm-1 to the red and
-1 above the lowest quan- has the same Franck-Condon factor pattern as the D
he R1(26.5) transition is state, an expected result owing to the similarity of the
hots down to 200 mTorr D and C states. Laser excitation spectra at an emis-
permits a good estima- sion wavelength of 221.2 nm yield the same D - X
vity in the flame experi- spectra as in Fig. 1, confirming that quenching of the D
state is responsible for the C-state emission and that
; it was determined that no direct excitation of the C state is observed.
)ed by the monochroma- The resolution of the monochromator was set high
order of 1750 ± 250 K.7 enough to observe the single P, R line pair emission,
tlation where v" = 1 and expected if 02 were excited by an accidental coinci-
1(26.5) transition, is in- dence with the narrow-band component of the laser
t in the cell experiment. output. Since this is not observed, any 02 fluores-
nching for the moment, cence can be excited only by the broadband compo-
orr NO, or 10 ppb, could nent of the laser, which is at least 10 times smaller in
.
I
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compared with what is possible with the monochroma-
tor. It is anticipated that, with such an experimental
arrangement, NO will be detectable with single laser
shots at or below the 1-ppb level in a real combustion
system. NO LIF imaging without doping should also
be achievable with single laser shots.
LIF detection of NO in natural abundance in a
flame has been observed with a high signal-to-noise
ratio by using a narrow-band tunable ArF laser, an
ideal tool for combustion analysis. A detection limit
of 1 ppm was obtained with a monochromator-based
dispersed-fluorescence detection method, in which
only 10-4 of the fluorescence light is observed by the
photomultiplier. Selective excitation of NO with the
narrow-band laser yields a clean NO emission spec-
trum over a large spectral range and presents the pos-
sibility of using high-transmission filters with high-
efficiency collection optics to bring the detection limit
to the 1-ppb level. Two-dimensional imaging of NO
without seeding should also be possible.
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Fig. 3. (a) Emission spectrum observed with broadband
laser excitation in the flame. (b) Emission spectrum ob-
served when the D 2N v' = 0 .- X 2113/21,2 V" = 1, R1 (26.5)
transition is excited with the narrow-band laser. Quenching
of the NO C state is observed, and 02 fluorescence is sup-
pressed by at least a factor of 40.
the spectrum of Fig. 3(b) than in the spectrum of Fig.
3(a), for which the laser was operated completely
broadband. This means that 02 fluorescence is sup-
pressed to less than 1.3% of the total fluorescence.
This shows the power of the narrow-band tunable ex-
cimer laser, which in this case suppresses contaminat-
ing fluorescence due to 02, present at more than 104
higher concentrations, and delivers spectrally clean
information on a trace species in the flame.
Because the narrow-band properties of the laser can
be used to excite NO selectively, it should be possible
to perform NO detection with high-transmission fil-
ters and low-f-number collection optics. The gain in
sensitivity with such a setup is of the order of 103
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